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How to use Clinical Virus Transport Medium SALIVA (CTM SALIVA)

Picture 1 - 2 Plcture 3 Picture 4 Picture 5

[Picture 1
and collect the spec Athout banding the
[Picture 21 Refer to the 4 Specimen l:uliectinn Procedures section of this manual,
and collect saliva in the mouth,
[Picture 3] Aseptizally remove the cap from thewial and insert the swab into the tube containing medium,
_ Break the swab shaft by banding the swab.

5. Packing Unit

1 pe/individual package

6. Reagents

-Bovine Serum Albumin
-|.-Cysteine -Sucrose -Etc.

-Hank's Balanced Salts

7. Storage & Expiration Date

Store: Room temp. (1 - 30T)
Expiration Date: 24 months after production

8. Precautions

- Do not freeze ar heat before use,
- Pelase don't use after expiry date.

- Do not use if it is damaged, I:rmen contaminated or leaking or the swab pouch s open.

- Prior to collecting please do not contact the reagent in tube.

- Single-use medical device.

- Do not reus “pr*neJ and used products
Recor - .| on the labe

o deliver and analysis.

- Do not use if the colar of the meadium has changed Trorn light orange,
- The s ulullfm cenbel sed because it is in the neutral ph range even if there is a slight difference in color in the

ion in the CTM solutian is an insoluble solution depending on the composition of the transport
2re is na problem for preservation and transport of the sample.
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CTM SALIVA (Clinical Virus Transport Mediurm SALIVA) How to use guide :
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« Product Name: Clinical Virus Transport Medium (CTM SALIVA) B IS0 L

* Types of Swab: Saliva Swab CERTIFIED
* Permit No.: No.21-1105

13485

1. Intended Use

CTM (Clinical Virus Transport Medium) Kit is a sterilized product and is used for the purpose of collecting,
transporting and preserving clinical specimens such as Virus, Chlamydia, Mycoplasma, and Ureaplasma
without damage. The type of Swab included in the kit is Saliva Swab with a cylindrical shape of plastic
material for collecting saliva in the mouth,

2, Cat. No.
FOX Sdliva.Swab Collection site
UTSLS-1B UTSLS-1C i
UTSLS-28 UTSLS-2C Saliva swab Oral cavity

3. Characteristics

The Color of CTM SALIVA media is reddish yellow and each product contains 2ml or 3ml of media in
plastic tube(12ml tube)

4. Specimen Collection Procedures

1) After peel and open the pouch, collect specimen by using collection swab,
* Specimen collector has to hold the upper part of swab breakpoint, not lower part.
2) Before callecting samples, massage both cheeks so that saliva is sufficiently filled in your mouth, and slowly swab
through the stagnant saliva so that saliva can be sufficiently coated on the swab.
* The plastic applicator can be broken at breakpoint by excessive force.
3) After open the cap and put the swab specimen inta the transport medium, carefully break the swab shaft against
the breakpoint using both hands and discard the top portion of the swab shaft.
* Please be careful when you break the breakpoint of swab without splash.
4} Recap the transport medium tube tightly and mix up and down it homogenous.
5) Record the name of specimen, sex, age, numbler, date and etc,
6} As soon as possible, transfer the tube containing specimen to the laboratory for analysis,
*If it is too late to deliver, store at 2-8°C and analyze in 72 hours.



Shape and Structure - Dimensions (Saliva swab used in the mouth)
Specimen collection tool (Permit No. 21-896)
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Margin of error: £10%

Full length Head thickness Head length Stick thickness  Handle thickness

No Cat. No.

Almm) C{mm) D{mm) Etmm) Flrmm)
1 sSLs-1(1128) 150 43 75 28 26 26 c I M
2 SLS-Z(1129) 150 43 b 34 2.6 2.6
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Finished product picture (CTM SALIVA)
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Model Nc Pi res :
o o. ctures medium/model

MAIN

/ - 7
UTSLS-2B(1132) 2ml{5L5-2(1129)

UTSLS-1B(1130} 2ml/SLS-1(1128)

= UTSLS-1C(1131) 3ml/SLS-1(1128)

Slowly swab through the stagnant saliva so that saliva can be sufficlently coated on the swab.

4 UTSLS-2C(1133) 3ml/5L5-2(1129)
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Clinical Virus Transport Medium SALIVA (CTM SALIVA) Al24h
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5. B

1 pc/individual package

6. HiX|2| ZHE
Hank's Balanced Salts

-Bovine Serum Albumin
-L-Cysteine Sucrose -EtC.
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* H|ZH: Clinical Virus Transport Medium (CTM SALIVA) CERTIFIED

* Swab2| £&: Saliva Swab
« G{7HE: M4l 21-1105

1. 88k
CTM (Clinical Virus Transport Medium) Saliva = B E MES 24 4 M2 Virus, Chlamydia, Mycoplas-
ma, Ureaplasma 52| AME &4 3i0| MH, 28t 3! HESHs SEHO 2 ARZOICE Kitl| ZEEl Swabl| $F5=
2} (mouth) 2r2| EfH2 25|52 | SIEt plastic MES! 2153 2901 Saliva Swab 0|}

2. Cat. No
For Saliva Swab
UTSLS-1B UTSLS-1C Type of swab HH| HF B
UTSLS-2B UTsLS-2C Saliva swab 24 (mouth)

3. 44 % 5y
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